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Pull & Turn - System
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= Squeece the handles logether Pull the locking bar in he shown direction

4

5

In order to disassemble the instrument the marked arrows
have Lo align each other,
Pull the slider up
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*  Make sure the movable handle is on the limit as shown.

= Squeeze the handles together,

Turn the locking bar in the vertical position (0°).
You will notice a little motion caused by a spring back to the
original state,

= For assembly make sure that the movable handle is on the
limit stop as shown -

= Setthe slider in the quidance and clip its holt in the opened =
slot as shown

Laminektomie, Nedrochitdrgte N6/

= Tumn the locking bar in a horizontal position (70°) either

clockwise or counler clockwise,
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= When you rotate the slider around the backside of the main

body (see figure), it can be Laken apart.
= Inthis case you will notice a little resistance or "click”
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= Now the instrument is ready to use again



